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−18 m/ √ Hz or less, are being limited by thermal noise in the dielectric coatings deposited on mirrors. In this paper we present a new measurement of thermal noise in low absorption dielectric coatings deposited on micro-cantilevers and we compare it with the results obtained from the mechanical loss measurements. The coating thermal noise is measured on the widest range of frequencies with the highest signal to noise ratio ever achieved. In addition we present a novel technique to deduce the coating mechanical losses from the measurement of the mechanical quality factor which does not rely on the knowledge of the coating and substrate Young moduli.
The dielectric coatings are deposited by ion beam sputtering. The results presented here give a frequency independent loss angle of (4. 
I. INTRODUCTION
The detection of gravitational waves is based on laser interferometry used to monitor the relative displacement of suspended masses 1 . Although the first generation of GW detectors has been concluded with an extraordinary success, the event rate at the level of sensitivity of these detectors is about one per year in the most optimistic predictions and the absence of a detected signal in the 3 years of data taking is totally compatible with the event rate uncertainty. Therefore, a second generation of detectors is being built in USA (Advanced LIGO 2 ), in Europe (Advanced Virgo 3 ) and in Japan (KAGRA 4 ). In these advanced detectors the sensitivity limit in displacement is about 6 × 10 −21 m/ √ Hz over a wide band centred around 200 Hz. The sensitivity limit of the detector Advanced Virgo, with its main noise components, is shown in Fig.1 . Lowering the noise level by a certain factor corresponds to increase by the same factor the maximum distance at which a source can be detected. The larger this distance, the higher the event rate because the larger the number of galaxies present in the detection range. From Fig.1 one can see that the thermal noise coming from the mirror coatings (coating Brownian noise) is the limiting noise component in the band where the detector is most sensitive. To clearly understand that, it is important to know that during the detector designing process, in general, the noise that comes from the optical readout system (Quantum noise) is shaped to match the displacement noise level. If the coating noise gets reduced the quantum noise follows, either by a simple adjustment of optical parameters or by a major redesign of the optical readout 5 , depending on the level of noise reduction to attain. The reflective coating on the suspend masses are made by stacks of alternate layers of two transparent materials having different refractive index. After a long process of selection two materials have been chosen for the optical coating of GW detectors: silica (SiO 2 , low index) and titanium-doped tantala (Ti:Ta 2 O 5 , high index). The selection has been made on the basis of the lowest optical absorption and thermal noise level 6, 7 .
Lowering coating thermal noise will be beneficial also for other precision measurements where high finesse optical cavities are used, such as in the development of optical clocks 8 as well as in the field of quantum opto-mechanics.
In amorphous materials thermal noise comes from unknown relaxation processes whose characteristics are fairly well explained by a model called Asymmetric Double Well Potential 9 .
In the case of bulk silica, a well known amorphous material, a number of measurements 
with ω the angular frequency, ω 0 the angular resonance frequency, k the cantilever stiffness and φ its loss angle (also named mechanical loss or damping). In general φ may be frequency dependent (in this case k is frequency dependent too), in the model shown here it is assumed to be constant : this is called structural damping. The quality factor of the resonance is Q = 1/φ(ω 0 ). The thermal noise at room temperature T is then simply obtained through the Fluctuation-Dissipation Theorem 16 (FDT): the deflection thermal noise Power Spectrum
with k B the Boltzmann's constant. Far below resonance, we immediately get the expression of the noise at low frequency :
The signature of a structural damping is thus a 1/f noise at low frequency. In macroscopic bodies mechanical thermal noise is too low to be directly measured by relatively simple detectors. This is the reason why the investigation on thermal noise is almost always done indirectly through the measurement of the mechanical energy loss that is always present in the phenomenon of relaxation. When the scale of samples is reduced below 1 mm two positive effects happen: i) the elastic constant k approaches 1 N/m, hence thermal noise level increases up to a level (∼ 10 −26 m 2 /Hz) attainable by relatively simple optical readout systems as the one used in this work; ii) the lowest resonant frequency is at several kHz, below that frequency the cantilever dynamics is equivalent to a massless spring and equation (3) holds. We will show in this article that using thermal noise of commercial AFM cantilevers, the coating internal dissipation can be measured down to a level of 3 × 10 −5 with a good precision on a large frequency range (10 Hz−20 kHz).
This articles is organized as follows: Section II presents the interferometer that has been used to measure directly the thermal noise on the micro cantilevers. Section III describes the micro cantilevers that have been tested and the coatings that have been deposited. Section IV will show how the interferometric data have been analyzed to extract the relevant parameters of the oscillator. Section V is dedicated to the theory that have been applied to work out the relation between the coating loss angle and the one related to the entire oscillator. For the first time a technique based on the frequency shifts has been applied to give a measurement of the dilution factor and of the coating loss. Finally, in Section VI, the conclusions are drawn.
II. THE QUADRATURE PHASE DIFFERENTIAL INTERFEROMETER
Our measurements of the micro-cantilever deflection rely on a quadrature phase differential interferometer [17] [18] [19] . The optical path difference is measured between the sensing and reference beams focused respectively on the free end and close to the clamping base of the cantilever (see inset of figure 2 ). The use of the light polarization allows extending the linear range of the instrument from the sub-wavelength range, typical of a Michelson interferometer, to several micrometers. In this way one can avoid the control of the reference mirror position to find the optimal working point (middle fringe position). Moreover, by design the interferometer is nearly common path, resulting in a low sensitivity to external vibration and a low drift, allowing precise measurements of mechanical thermal noise.
The total light intensity on the cantilever is less than 500 µW at 633 nm, resulting in a negligible heating with respect to room temperature (less than 5 K). The background noise of the instrument is measured by reflection of light on a macroscopic rigid mirror, tuning light intensity on the photodiodes to the same values measured during the thermal noise measurement on the cantilevers. As seen in figure 4 , this background noise S bg is as low as 10 −27 m 2 /Hz at high frequency, it mainly results from the shot noise of the photodiodes. At lower frequency, 1/f noise from the electronics is present, with a corner frequency around 100 Hz.
More details about the instrument can be found in reference 19 . This set-up has notably been used previously to characterize mechanical thermal noise and viscoelastic behavior of metallic coatings on micro-cantilevers 20, 21 .
III. THE SAMPLE PREPARATION AND PARAMETERS
The samples are made of tipless AFM cantilevers 22 with thin films of silica SiO 2 or tantala
through Ion Beam Sputtering (IBS). A cantilever used in this experiment
is shown in Fig.2 .
The cross section has the shape of a isosceles trapezium with dimensions a = (31.4 ± 0.8) µm (the long side), b = (16.3 ± 0.9) µm (the short side) both measured by the electron microscope. The thickness is h Ta = (3.07 ± 0.12) µm and h Si = (3.13 ± 0.12) µm for the cantilever coated with tantala and silica respectively, as measured indirectly through the al noise power spectrum density S xx ]:
nn's constant, T the temperature, f the c constant of the SHO and (the loss fraction of k (the quality factor of the ). In macroscopic bodies mechanical w to be directly measured by relatively is the reason why the investigation on s done indirectly through the measurel energy loss that is always present in laxation. When the scale of samples is the elastic constant k approaches 1 N/m nt frequency is at several kHz hence, reases up to a level (⇠ 10 26 m 2 /Hz) simple optical readout systems as the RATURE PHASE DIFFERENTIAL NTERFEROMETER of the micro-cantilever deflection rely differential interferometer [10] , [11] . rence is measured between the sensing ocused respectively on the free end and ase of the cantilever (see inset of figure polarization allows extending the linear t from the sub-wavelength range, typical eral micrometers. In this way one can e reference mirror position to find the (middle fringe position). Moreover, by ter is nearly common path, resulting in xternal vibration and allowing precise anical thermal noise. y on the cantilever is less than 500 µW n a negligible heating with respect to e background noise of the instrument tion of light on a macroscopic rigid tensity on the photodiodes to the same g the thermal noise measurement on n in figures 3 and 4, this background as 10 27 m 2 /Hz at high frequency, it shot noise of the photodiodes. At lower from the electronics is present, with a d 100 Hz. e instrument can be found in referhas notably been used previously to l thermal noise and viscoelastic behavs on micro-cantilevers [11] , [12] . PREPARATION AND PARAMETERS de of tipless AFM cantilevers [13] with O 5 or silica SiO 2 deposited through Ion . A cantilever used in this experiment is oss section has the shape of a isosceles ions a = 31.4 ± 0.8 µm (the long side), (the short side) both measured by the nd t = 3.01 ± 0.12 µm (the thickness) the resonant frequencies. A side view Fig. 2 . Electron microscope image of a cantilever without coating and later used in the measurements. The length of the cantilever protruding from the silicon block is about 515 µm. The photo should show the irregularity of the width and of the slanted faces due to the etching process. In the inset: position of the laser beams relative to the cantilever. of the cantilever was not possible with the microscope and the slanted lateral surfaces made very inaccurate the direct measurement of thickness. The total length of the cantilever is L = 515 ± 5 µm. Before the coating was done the sample used for the tantala film was heated up to 800 C with a rate of 100 C/h and then after 1 minute cooled to room temperature at the same rate. This process produced a layer of thermal oxide of approximately 20-30 nm that is necessary for the adhesion of tantala. After the coating the same sample and only this one was annealed at 500 C for 10 h. The uniformity of the thickness of the thin film is below 1% within 10 cm of substrate dimension but during the deposition the cantilever bent considerably under the coating stress and measurements of coating thickness uniformity by electron microscope are going on. The residual curvature after deposition on both cantilever sides produces a bending of the tip close to 0.5 with respect to the cantilever base. The The cantilever is placed at room temperature in a vacuum chamber to avoid any viscous damping by the surround atmosphere. Its thermal noise driven deflection is measured directly by the quadrature phase interferometer. The data acquisition system samples the signals at a rate of 250 kHz with 24 bit resolution. The length of each data stream is 4s. After an off-line processing of the sampled photodiodes signals a PSD calibrated in m 2 /Hz is produced. After a data cleaning process that removes all the harmonics of the power line, the single Although the uniformity of the thickness of the thin film is below 1 % over 10 cm of substrate, during the deposition the cantilever bent considerably under the coating stress and this might have an effect on the thickness uniformity. In a second imaging session, using a different microscope, a measurements of coating thickness was done on the two sides of the cantilever at different points along its length. A side view of the cantilever is shown in Fig 3. The measurements show that the coating thickness is uniform within the reading uncertainty of 10%. In order to have a small residual curvature the thickness of the deposited coating has to be different for the two sides of the cantilever because the cross section has the form of a trapeze. With the thicknesses listed in table I the inclination of the tip was less than 0.5
• with respect to the cantilever base. The silica coating could be measured right after deposition (sample Si), and after annealing 10 h at 500
• C (sample Si A ). The cantilever used for the tantala film had a thermal oxide of 20 − 30 nm grown before deposition. The parameters of the heat treatment are: heating rate of 100
• C/h up to 800
• C and then after 1 minute cooled to room temperature at the same rate. This oxide layer is necessary for the adhesion of tantala. After deposition the tantala sample Ta A was annealed for 10 h at Measurement of the total coating thickness t (sum of the coatings deposited on the narrow and wide sides) and total cantilever thickness t + h are shown. t and h are respectively 12% and 2%
higher than the values that come from the parameters reported in Table I . At right: sketch of the coated-cantilever cross section that helps to understand the electron microscope image.
500
• C. The density of tantala and silica were measured by mass measurement on silicon wafers.
The annealing causes a decrease of coating density that correspond to an increase of coating thickness. The thicknesses reported in Table I 
IV. DATA PROCESSING OF THE INTERFEROMETER SIGNALS AND RESULTS.
The cantilever is placed at room temperature in a vacuum chamber to reduce the viscous damping by the surrounding atmosphere (static vacuum around 3 × 10 −2 mbar). Its thermal noise driven deflection is measured directly by the quadrature phase interferometer. The data acquisition system samples the signals at a rate of 250 kHz with 24 bit resolution. The length of each data stream is 4 s. After an off-line processing of the sampled photodiodes signals a PSD calibrated in m 2 /Hz is produced. After a data cleaning process that removes all the harmonics of the power line and electronic devices, the single data stream is stored and made available for the further data analysis. Data analysis was done in three steps as described in the following sections. The cantilever loss angle is estimated at first from the shape of the resonant peak and then on a much wider frequency range using the FluctuationDissipation theorem and the Kramers-Kronig relation.
A. Evaluation of the SHO parameters
On a narrow 140 Hz frequency interval around the first resonance, the measured PSD is fitted with the following function 14 , derived from equation (2):
where S f itbg , the background noise level that is constant for frequencies greater than 1 kHz, is measured directly from the spectra, while the angular resonant frequency of the mode ω 0 = 2πf 0 , the loss angle φ 0 and the elastic constant k are determined by the fitting process.
In particular, f 0 is related to the peak frequency position, φ 0 to the peak width and 1/k to the curve integral 24 . The temperature is assumed to be the room temperature T = 298 K since, given the laser power used during this measurement the cantilever heating is negligible.
In the fitting process of a linear PSD spectrum the relative weight of the few points around the resonance is enormous in comparison to the weight of the many points far from the resonance so, in order to better balance the weight of all the points, the fitting process is done on the logarithm of the PSD.
For each thermal noise measurement done in this work, at least 120 spectra were taken.
In order to deal with any potential non stationary process two kinds of average were done:
the average of each parameter that results from the fitting of each single spectrum and the fitting done on the average spectra. In all the measurements done in this work the two averages gave the same results within the experimental uncertainties. The averaged PSDs S meas and the fitting curves S f it are given in Fig.4 for sample Si. In Table II results of the fitting process on spectra taken before and after the coating deposition for the three measured samples 24 . The effect of annealing on the silica sample is clearly evidenced by the very low internal damping measured on sample Si A . (4) is still valid at low frequencies, demonstrating the very weak frequency dependence of φ. The thermal noise of the annealed sample is an order of magnitude lower than that of the as-coated sample, almost reaching the limit of our detection system. Peaks around 10 kHz and high noise level below 5 Hz are residual environmental noise.
B. Extraction of the cantilever thermal noise PSD
In the thermal noise spectrum of Fig.4 a clear 1/f noise can be seen at low frequency.
Although a contribution from the instrument background noise is present, the measured signal is much larger than this detection limit. The mechanical thermal noise contribution of the sample can be extracted by the difference between the averaged PSD of the measured signal S meas and the averaged PSD of the background noise S bg (measured on a rigid mirror).
The result of this subtraction is given in Fig.5 and Fig.6 for the silica and tantala coated samples respectively. At frequencies lower than 5 kHz the noise is proportional to 1/f as predicted by the structural noise model with constant loss eq.(3). The fit reported in those figures is simply the one obtained previously from eq.(4) (imposing S f itbg = 0 in this case):
its parameters are adjusted in a 140 Hz frequency range around the resonance. We see however that the agreement at any frequency is good, demonstrating the weak dependence on f of the structural damping φ. 
C. Extraction of the cantilever internal dissipation φ
Since we measure the PSD of thermal fluctuations on a wide frequency range, we can use the FDT and Kramers-Kronig's relations to rebuilt the full mechanical response G(ω) of the cantilever 20, 21 . Indeed, through the FDT we actually measure Im[1/G(ω)] (see equation (2)).
We then apply Kramers-Kronig's integral relations for the response function 1/G(ω) to infer its real part from the knowledge of its imaginary part, eventually getting a full measurement of G(ω). In figure 7 we plot the result of this reconstruction process with the imaginary part of the response function scaled by the cantilever stiffness: using equation (1), this should directly lead to the internal damping of the cantilever φ = Im(G)/k. We notice that the frequency dependance is very weak for the 3 samples: φ(ω) is flat between 10 Hz and 20 kHz for the annealed samples Si A and Ta A , and presents a very slight decrease for sample
Si. This weak frequency dependence can be fitted for example with a power law ω α , with α = −0.025.
Loss angle φ/10
Frequency f (Hz) (4)). The dissipation is much weaker after annealing for the silica coating, reaching the limits of our detection system. Peaks around 10 kHz and high noise level below 5 Hz are due to the residual environmental noise.
V. FROM THE CANTILEVER DISSIPATION TO THE COATING LOSS ANGLE
In this section the relation between the loss angle of the resonator φ and the loss angle of the coating φ c will be worked out. To do that one can use the definition of quality factor knowing that at the resonant frequencies φ = 1/Q. The extention of this relation to all frequencies is assumed. Knowing that Q = 2π E/E lost , where E lost is the energy lost in one cycle, E is the total energy of the oscillator, and assuming only two components (the substrate s and the coating c), the cantilever loss angle is written:
In the previous expression the relation between energy loss and φ is applied twice, for the substrate and the coating and, finally, the dilution factor D has been defined as E c /E. E c and E s are the energy stored in the coating and in the substrate respectively, E = E c + E s .
In order to calculate the dilution factor it is assumed that the oscillator is at its maximum displacement; therefore the total energy is equivalent to the maximum potential energy that, for an unidimensional elastic beam, is:
where Y is the Young's modulus, I the cross moment of inertia calculated with respect to the neutral line (Y I is called also the beam rigidity), w is the transversal displacement of the neutral line with respect to its position at rest and z is the coordinate along the beam of length L. When equation (6) applies to the coating and to the substrate, only the rigidity makes the difference between the two energies because the mode shape w(z) is the same for both. Hence, the dilution factor becomes:
In the previous expression it appears I c s which is the substrate cross moment of inertia when the coating is present. In facts, the uncoated-substrate cross-moment of inertia I On measuring the frequency shift of the resonant modes before and after the coating deposition one can have a way to measure directly the dilution factor. In facts the resonant angular frequencies ω n are related to the potential energy V n of each mode n through the equivalence V n = K n where K n is the kinetic energy. In an explicit form the previous equation reads:
where µ is the linear mass density defined as the integration of density ρ over the beam cross section. The previous equation is fulfilled independently of a multiplicative factor (the amplitude of the mode) of w n (z). The energy equation (8) written for the uncoated and the coated beams follows:
Dividing term by term the previous equations and remembering the definition of potential energy (6) and dilution factor (7) a simple relation between dilution factor and frequency shifts is obtained:
On cantilevers and wafers substrates that are bent by the action of the stress in the coating the previous relation does not apply. The reason of that is still unclear and it is being investigated by several research groups. Our samples have the coating deposited on both sides and the cantilever is almost straight (the tip angle is only 0.5
• with respect to the cantilever base). In the previous expression only one quantity (that needs to be calculated, being impossible to measure it) still depends on the Young's modulus of coating: I Once the dilution factor is known, equation (5) is used to work out the loss angle of the Sample Si 16501 ± 2 17732.2 ± 0.1 174 ± 9 76 ± 2 0.40 ± 0.02 0.40 ± 0.02
Sample Si A 16501 ± 2 17835.2 ± 0.1 174 ± 9 76 ± 2 0.41 ± 0.02 0.41 ± 0.02
Sample Ta The direct measurement of thermal noise done on micro cantilever as compared to the resonant method applied on larger substrates offer a smaller statistical uncertainty on the measurement of the loss angle and the possibility to cover continuously more than 3 decades of frequency. At the moment the major uncertainty comes from the systematic error related to the poor knowledge of the uncoated substrate noise. A lower residual gas pressure and greater statistics will lower this uncertainty.
